Abstract: New interest has grown in the respiratory disorder diagnosis and monitoring, throughout electronic nose technologies. This technology has several advantages compared to classic approach. In this short letter, we aim to emphasize electronic nose role in respiratory medicine.
adapted, thus personalizing the response related to the condition examined. Moreover, considering nanotechnology advancements, we can speculate that in the coming years e-nose technologies will be improve in all its aspect starting from material composition (e.g., surface-to-volume ratios improvement) to sensors performance [11] .
E-noses' characteristics have promoted several clinical trials to evaluate their ability to identify condition-related VOCs discrepancies. This underlines the assumption that different conditions determine the variation of physiological VOCs composition. In vitro experiments have determined e-nose ability to detect VOC patterns in culture medium of several target cells, including lung model cell lines [12, 13] . An in vivo approach has confirmed e-noses' great accuracy to distinguish between healthy subjects and patients with asthma, cystic fibrosis, cirrhotic condition, diabetes, bacterial respiratory tract infection as well as COPD [14] .
Moreover, several different e-nose versions have been tested for lung cancer diagnosis and/or progression monitoring (work summarized by Krilaviciute and collagues [15] ). Lung cancer is one of the major causes of death worldwide, due to its typical late stage diagnosis. Considering other cancers, such as mammary and colon, the mammography and fecal blood analysis have significantly improved their survival rates. On the contrary, up to now lung cancer has no comparable early diagnosis method. Due to the cancer's origin (i.e., airways involvement), in recent years interest in exhaled breath analysis through e-nose devices in order to provide accurate results has grown. Accuracy is determined by the combination of sensitivity and specificity, which indicate, respectively, a test's ability to correctly classify the patient as diseased or disease-free. Those indicators are essential for understanding the effectiveness of the instrument and are indispensable to obtain a reliable early diagnosis and avoid false positives or a missed diagnosis [16] . As demonstrated by Poli and colleagues [17] , VOC production and release by lung cancer appear to be an epiphenomenon that accompanies lung cancer development, probably due to the chronic load and burden of VOCs in overall lung tissue.
Even though it is well documented in literature [18] that lung cancer cause a change in VOC signatures and its detectable by e-noses, the missing piece is still the identification of which VOCs are altered in oncological patients. Another major limitation until now has been the lack of a large cohort of patients' analysis to generate a detailed database, but in the near future, this could be overcome throughout international clinical trial under different respiratory conditions. Nevertheless the advantage linked to robust clinical trial are related also to standardization needed to obtain a translatable approach [19] . This could lead to create a robust algorithm, helping transfer e-noses into clinical practice and expedite diagnosis in several respiratory conditions. This would result in effective screening of large populations with a very high cost-benefit ratio.
Finally, we believe that e-noses satisfy all criteria of a reliable predictive test in terms of simplicity and non-invasiveness, although still more has to be done in terms of scientific validation before they can be considered applicable in clinical practice.
